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CALIBRATION LABORATORIES 
 

NVLAP LAB CODE  200454-0
 

NVLAP Code:  20/A01 
 

ANSI/NCSL Z540-1-1994; Part 1 Compliant 

MECHANICAL 
 
NVLAP Code:  20/M08 
Mass 
 
Nominal Value Best Uncertainty (±) note 1 Remarks 
10 kg 1.6 mg Echelon I 
5 kg 0.80 mg Echelon I 
3 kg 0.40 mg Echelon I 
2 kg 0.34 mg Echelon I 
1 kg 50 µg Echelon I 
500 g 28 µg Echelon I 
300 g 25 µg Echelon I 
200 g 24 µg  Echelon I 
100 g 15 µg Echelon I 
50 g 11 µg Echelon I 
30 g 7.4 µg Echelon I 
20 g 6.0 µg Echelon I 
10 g 5.2 µg Echelon I 
5 g 2.6 µg Echelon I 
3 g 2.3 µg Echelon I 
2 g 1.8 µg Echelon I 
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1 g 1.6 µg Echelon I 
500 mg 0.92 µg Echelon I 
300 mg 0.76 µg Echelon I 
200 mg 0.64 µg Echelon I 
100 mg 0.52 µg Echelon I 
50 mg 0.51 µg Echelon I 
30 mg 0.55 µg Echelon I 
20 mg 0.44 µg Echelon I 
10 mg 0.47 µg Echelon I 
5 mg 0.46 µg Echelon I 
3 mg 0.53 µg Echelon I 
2 mg 0.40 µg Echelon I 
1 mg 0.45 µg Echelon I 

 
10 kg 1.9 mg Echelon II 
5 kg 0.87 mg Echelon II 
3 kg 0.43 mg Echelon II 
2 kg 0.37 mg Echelon II 
1 kg 47 µg Echelon II 
500 g 30 µg Echelon II 
300 g 26 µg Echelon II 
200 g 24 µg Echelon II 
100 g 21 µg Echelon II 
50 g 11 µg Echelon II 
30 g 8.4 µg Echelon II 
20 g 7.1 µg Echelon II 
10 g 7.0 µg Echelon II 
5 g 4.3 µg Echelon II 
3 g 4.0 µg Echelon II 
2 g 3.7 µg Echelon II 
1 g 3.5 µg Echelon II 
500 mg 3.2 µg Echelon II 
300 mg 2.9 µg Echelon II 
200 mg 2.8 µg Echelon II 
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100 mg 2.7 µg Echelon II 
50 mg 2.5 µg Echelon II 
30 mg 2.7 µg Echelon II 
20 mg 2.1 µg Echelon II 
10 mg 1.9 µg Echelon II 
5 mg 1.7 µg Echelon II 
3 mg 1.6 µg Echelon II 
2 mg 1.5 µg Echelon II 
1 mg 1.5 µg Echelon II 

 
50 kg 14 mg Echelon III 
30 kg 14 mg Echelon III 
20 kg 14 mg Echelon III 
10 kg 1.8 mg Echelon III 
5 kg 1.4 mg Echelon III 
3 kg 1.2 mg Echelon III 
2 kg 1.2 mg  Echelon III 
1 kg 1.2 mg Echelon III 
500 g 0.12 mg  Echelon III 
300 g 0.12 mg Echelon III 
200 g 0.12 mg Echelon III 
100 g 0.12 mg Echelon III 
50 g 0.12 mg Echelon III 
30 g 10 µg Echelon III 
20 g 7.3 µg Echelon III 
10 g 6.0 µg Echelon III 
5 g 5.3 µg Echelon III 
3 g 18 µg Echelon III 
2 g 18 µg Echelon III 
1 g 18 µg Echelon III 
500 mg 18 µg Echelon III 
300 mg 6.1 µg Echelon III 
200 mg 6.0 µg Echelon III 
100 mg 6.0 µg Echelon III 
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50 mg 6.0 µg Echelon III 
30 mg 6.0 µg Echelon III 
20 mg 6.0 µg Echelon III 
10 mg 6.0 µg Echelon III 
5 mg 6.0 µg Echelon III 
3 mg 6.0 µg Echelon III 
2 mg 6.0 µg Echelon III 
1 mg 6.0 µg Echelon III 
 
 
 
 
 
 
   
1. Represents an expanded uncertainty using a coverage factor, k = 2, at an approximate level of 
 confidence of 95 %. 
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